ABSTRACT
STUDY RATIONALE AND CONTEXT
Cervical artificial disc replacement (C-ADR) has gained popularity and utility in the treatment of various cervical spine disorders. A growing body of literature is now available justifying its use, and as the procedure becomes more commonplace evaluating the longevity and durability of the implants is increasingly important. Just as with diarthrodial joint arthroplasties, it is critical to understand long-term wear characteristics and their effects on host tissue. However, unlike knee and hip arthroplasty, longterm follow-up on cervical artificial disc replacement is not yet available. As a result, most data on the durability of the C-ADR implants comes from human and non-human animal retrieval studies and biomechanical simulations.
OBJECTIVE
To summarize, through systematic review, data on the long-term durability of the current C-ADR implants. Focusing on human and non-human retrieval and biomechanical studies, we describe evidence on the mechanisms of failure, the wear patterns of implants, and the effects of implant wear on the surrounding tissues.
CLINICAL qUESTIONS
(1) What evidence is available from studies of C-ADR failure and retrieval regarding durability, wear and reasons for failure of C-ADR? (2) What evidence is available from experimental models regarding the durability of C-ADR beyond 5 years?
MATERIALS AND METHODS

Study design: Systematic review.
Sampling:
Search: PubMed, US Food and Drug Administration (FDA) medical device approvals and clearances. (www. fda.gov/MedicalDevices/ProductsandMedicalProcedures/DeviceApprovalsandClearances/default); bibliographies of key articles; articles citing included articles, as indexed in Google Scholar. Dates searched: through October 2011.
Inclusion criteria:
Wear and durability assessments of artificial cervical discs retrieved from human patients and non-human animals. Biomechanical simulations of artificial cervical disc wear.
Exclusion criteria:
Finite element analyses and other mathematical modeling simulations were excluded because more direct evidence was available from retrieval and biomechanical studies, and none of the computer models had been validated physically (either with retrieved devices or in vitro biomechanical experiments). Data reported in FDA device approvals were excluded when they appeared to be the same as those published in articles or were presented in an uninterpretable manner.
Outcomes: Wear and durability properties.
Analysis: For studies of explanted artificial cervical discs, we summarized authors' evaluations of the removed artificial discs wear, durability, and the implants' apparent effects on surrounding host tissue. We classified a wear/durability factor as present or absent based on the authors' explicit descriptions. If a factor was present, we attempted to classify the extent (density and range of dispersion) of its presence as either low or high. When authors did not indicate the extent of presence, we classified the factor as low. See the Web Appendix for details on this aspect of our analysis. For biomechanical simulation studies, we summarized results on device wear and durability as directly reported by authors.
Details on methods can be found in the electronic supplemental material at www.aospine.org/ebsj 
RESULTS
• Our search yielded 511 potentially relevant citations, 61 of which we retrieved for full-text evaluation (Fig 1) . Thirteen sources were ultimately included in our systematic review.
Clinical question 1: human retrieval studies • We identified ten articles that described a total of 17 devices that had been explanted from human patients ( Table 1 ) [1] [2] [3] [4] [5] [6] [7] [8] [9] [10] .
• Findings on devices' wear characteristics were not standardized across studies. Authors' reports varied in terms of the particular wear properties assessed and the methods used for such assessments. In several reports, findings were based on authors' subjective interpretations and not objective results. In some reports, the authors described wear and durability factors for some of the removed devices but not others.
• No retrieved device had been implanted more than 4 years. Time from surgery to explanation ranged from 3-39 months for the 15 cases with data on this duration.
• The Bryan cervical disc was the most commonly assessed device, with eight cases, followed by the Prestige with four cases. The Kineflex|C ProDisc C devices each accounted for two cases. An unnamed device was removed from another case.
• The most common indication for device removal was persistence or recurrence of preoperative symptoms (five cases). In four other cases, the devices were explanted secondary to presumed device loosening or complications of implantation. The remaining cases had unique indications for removal.
• Evidence of corrosion/oxidation was clearly present in each of the two cases (both with Prestige discs) that were evaluated on this factor. Four Bryan discs that had been implanted for periods of 4-16 months showed no evidence of oxidation or molecular weight loss in comparison with control discs from the same manufacturing lots that had not been implanted in patients [2] .
• Surface abrasions were observed on the articulating surfaces in four of five cases assessed.
• Metallic debris was observed in the soft tissues around the Kineflex|C (1/1 case), Prestige (3/4 cases), and Prodisc C devices (1/1 case). No metallic debris was found in the soft tissues around the Bryan device (2/2 cases) or an unnamed all-metal device with a keel.
• Polymeric debris was found in the soft tissues around each device with polymer components (2/2 Bryan and 1/1 Prodisc C devices) assessed for such wear.
• Inflammatory cells were generally present to some extent in the soft tissues around the device (observed in 2/2 Bryan, 1/1 Kineflex|C, 2/3 Prestige, and 1/2 Prodisc C devices, and in the unnamed all-metal device with a keel). Signs of infection, however, were uncommon (found in 0/2 Bryan, 0/1 Kineflex|C, 1/3 Prestige, and 0/1 Prodisc C devices, and not in the unnamed all-metal device with a keel).
• In one case, a ProDisc C device was explanted secondary to progressive osteolysis around the keel of the implant. In another patient, a Prestige device was loose at removal, an outcome believed to be due to excessive bone resection during the initial surgery.
In another patient with a Prodisc C device, there was bony incorporation around the keel but not the rest of the lower end plate. In this patient, a relatively small force (146 N) dislodged the device from the vertebra.
• The osteolysis noted in one patient was interpreted as a reaction consistent with metal hypersensitivity. Three other patients (two with Kineflex|C devices and a third with an unnamed all-metal device with a keel) had reactions that were also interpreted as a delayed hypersensitivity to metal.
Clinical question 1: non-human animal retrieval studies • We identified three articles that described a total of 23 devices explanted from non-human animals (2 chimpanzees, 21 goats) ( Table 2) [1, 5, 11].
• The time from implantation to explanation was generally shorter than in the human retrieval studies, ranging from 3-12 months.
• Bryan devices were implanted in the two chimpanzees. In these cases, there was evidence of polymeric and metallic debris and inflammation in the tissues surrounding the device, but no evidence of infection or osteolysis.
• Bryan devices were also implanted in nine goats for varying periods. As the time from implantation to explanation increased, so did the likelihood of detecting polymeric and metallic debris and signs of inflammation (rising to two of three goats with implants for 12 months).
• Porous Coated Motion devices were implanted in twelve other goats for 6 or 12 months. None of these cases showed evidence of debris, inflammation, or osteolysis.
Clinical question 2: biomechanical simulation studies • We identified four articles that described biomechanical simulations of wear in artificial cervical discs (Table 3) [2, 8, 12, 13] . The devices assessed include the Bryan, Active C, and Prestige discs.
• Simulation procedures varied, although most were conducted with devices in 37º C calf serum sample and all involved 10-20 million cycles at 1-4 Hz. [2] assessed four other Bryan discs for oxidation (see text), but provided no other specific information on the cases. 
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• Devices were tested with forces between 49 N and 225 N depending on study and direction of loading.
• Mass and height losses were small but measures were not comparable across studies. Volume losses ranged between 0.18 and 1.0 mm 3 per million cycles.
• Abrasions on the articulating surfaces of the active C and Prestige devices were slight.
• No polymeric debris escaped from the Bryan disc's sheath. The active C device shed many polymeric particles, most of which were 0.01-1.0 micronmeter in diameter.
• None of the devices failed in the simulations. In one study, the Prestige device sustained cracks next to screw heads at forces between 500-750 N and cracks in proximity to screw holes at forces greater than 1500 N.
CLINICAL GUIDELINES
Clinical guidelines are not applicable to this topic.
EVIDENCE SUMMARY
Retrieval studies and biomechanical simulations are appropriate sources of evidence for evaluating the wear and durability of artificial cervical discs. However, conventional frameworks for classifying the strength of evidence of causal relationships between variables cannot be meaningfully applied to these types of studies in relation to the key questions our review addressed. In this context, other criteria are more useful. Notably, the included studies show generally consistent results for similar devices in both retrieval studies and biomechanical simulations. Yet the evidence is fairly limited, based on relatively few retrieved devices that had been implanted for less than 4 years. Also, evaluations of devices were often incomplete and unstandardized, and occasionally had subjective elements. Thus, it seems reasonable to classify the strength of evidence as low.
DISCUSSION
• The clinical implication of in vivo wear characteristics of C-ADR implants is not well understood and does not entirely appear to mirror the clinically significant wear seen with diarthrodial joint implants. Therefore a thorough understanding of cervical disc implant wear is critical to long-term success of the procedure.
• Polymeric debris appears to be the most common wear by-product in implants with metal on polymeric articulations (Bryan disc and ProDisc C). Each case with polymeric debris also had an inflammatory reaction in surrounding host tissue.
• Peri-implant osteolysis was not observed secondary to debris in any case. Long-term follow-up data will be needed to determine if the debris produced by the implants results in an inflammatory reaction that causes osteolysis.
• Metallic debris was noted in most devices with metal on metal articulations. Four cases of an abnormal inflammatory reaction to metal ions were reported, occurring in the Kineflex C, Prodisc C, and an unnamed all-metal device with a keel.
• The incidence of an exaggerated inflammatory response to metal ions resulting in C-ADR failure is unknown, with only a few case reports documenting its existence. However, the formation of a pseudotumor, as was the case in the Cavanaugh et al report [3] , may result in compression of neural structures, making recognition of a possible metal hypersensitivity critical.
• After undergoing 10-20 million cycles of testing, no cases of outright implant failure were reported when testing was performed between 49 and 225 N.
• The results from one study suggest that 10 million simulation cycles might approximate 50-100 years of wear [2] . Given this conclusion, the available biomechanical evidence suggests that cervical disc implants are durable under physiological loading well beyond 5 years of in vivo implantation; therefore, beyond the duration of clinical follow-up that is available.
• The following limitations should be considered in drawing conclusions from this review: -One limitation is the small number of explanted devices available for analysis, limiting the generalizable conclusions that can be made. As more C-ADR devices are implanted and follow-up becomes longer, explanted devices for analysis will also increase. -Many more artificial cervical discs have been explanted than have been analyzed for durability and wear. It is unknown whether devices assessed and reported in the published literature differ in some important ways from those that have not. -No device identified was implanted more than 4 years. As a result of the short follow-up duration, long-term wear characteristics of C-ADR implants cannot be determined from this review.
